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Depth intracranial electrodes (lEs) placement is one of the most used procedures to 
identify the epileptogenic zone (EZ) in surgical treatment of drug resistant epilepsy 
patients, about 20-30% of this population. lEs localization is therefore a critical issue 
defining the EZ and its relation with eloquent functional areas. That information is then 
used to target the resective surgery and has great potential to affect outcome. We 
designed a methodological procedure intended to avoid the need for highly specialized 
medical resources and reduce time to identify the anatomical location of lEs, during the 
first instances of intracranial EEG recordings. This workflow is based on established open 
source software; 3D Slicer and Freesurfer that uses MRI and Post-implant CT fusion for 
the localization of lEs and its relation with automatic labeled surrounding cortex. To test 
this hypothesis we assessed the time elapsed between the surgical implantation process 
and the final anatomical localization of lEs by means of our proposed method compared 
against traditional visual analysis of raw post-implant imaging in two groups of patients. 
All lEs were identified in the first 24 H (6-24 H) of implantation using our method in 
4 patients of the first group. For the control group; all lEs were identified by experts 
with an overall time range of 36 h to 3 days using traditional visual analysis. It included 
(7 patients), 3 patients implanted with lEs and the same 4 patients from the first group. 
Time to localization was restrained in this group by the specialized personnel and the 
image quality available. To validate our method; we trained two inexperienced operators 
to assess the position of lEs contacts on four patients (5 lEs) using the proposed method. 
We quantified the discrepancies between operators and we also assessed the efficiency 
of our method to define the EZ comparing the findings against the results of traditional 
analysis. 
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INTRODUCTION 

Depth intracranial electrodes (IEs) placement is one of the most 
used procedures to identify the epileptogenic zone (EZ) in surgi- 
cal treatment of drug resistant epilepsy patients, about 20-30% of 
this population (Rosenow and Liiders, 2001). Since the 1950s, IEs 
recordings have been performed using multiple contact electrodes 
placed according to Talairach's stereotactic method (Talairach 
et al., 1992). Electrode positioning is established on each patient 
based upon hypotheses about the localization of the EZ and 
electrical spread pathways (McGonigal et al., 2007). Accurate 
interpretation of the ictal origin of intracranial EEG signal is 
usually sufficient to define the EZ when concordant with the 
patient habitual ictal semiology. The EZ is elicited by IEs record- 
ings during a spontaneous seizure targeting the resective surgery. 
Functional mapping using electrodes stimulation is also per- 
formed to define eloquent cortex and to prevent post-operative 



functional deficits. That information is essential for taking final 
treatment decisions and depends greatly on the precise localiza- 
tion of IEs. 

The anatomical localization of IEs after implantation in early 
stages of the EEG recording, is a critical issue for the inter- 
pretation of neurophysiologic results and surgical planning that 
has great potential to affect outcome (Gonzalez-Martinez et al., 
2012). It allows neurophysiologist to confirm or reject hypothe- 
sis about the definition of the EZ and electrical spread pathways. 
Negligent conclusions are thus avoided discriminating spurious 
signal and artifacts based on IE's position. Inappropriate physio- 
logic and anatomical assumptions during precocious EEG record- 
ing may perpetuate misinterpretations and become a common 
source of error defining the EZ. 

Immediate access to that information is important not only for 
clinical decisions, but also for the design and implementation of 
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different research programs including tests for cognitive function, 
evoked potentials, functional connectivity and for single cell 
recording, in order to achieve more reliable findings. 

The method of visual identification is traditionally used by 
experts to localize IEs on post-implant MRI or CT during 
chronic implantation in epilepsy. This requires costly resources 
and specialized multidisciplinary teams to work synchronously. 
Anatomical localization of IEs is time consuming and the inter- 
pretation of results is constrained by the availability of qualified 
personnel registering the EEG signal. 

We describe a methodological process to identify the anatom- 
ical location of depth electrode arrays after implantation. 

Our method uses established free and open source medical 
image computing platforms for biomedical research: (3D) Sheer 
and Freesurfer. 3D Sheer enables the fusion of pre-implant MRI 
and post-implant CT and Freesurfer produces an anatomical par- 
cellation of the cortex. Particularly we take advantage of these 
capacities to localize the IEs and their relation with the surround- 
ing cortical structures during the first instances of intracranial 
EEG recordings. 

This approach is intended to reduce time and avoid 
the need for highly specialized medical human resources to 
identify IEs. 

In order to test this hypothesis we assessed the time elapsed 
between the surgical implantation process and the final anatom- 
ical localization of IEs by means of our proposed method com- 
pared with that made based on traditional visual analysis of raw 
post-implant imaging. 

To validate our results; we trained two inexperienced oper- 
ators to assess the position of 5 individual contacts on four 
patients using the proposed method. We quantified the discrep- 
ancies between operators and we also assessed the efficiency of 
our method to define the EZ comparing the findings against the 
results of traditional visual analysis made by experts. 

MATERIALS AND METHODS 
SECTION 1 

Two groups of patients implanted exclusively with depth IEs 
(AdTech TM, WI, USA) were analyzed. We compared time from 
implantation to the IE's identification using the proposed method 
against the traditional visual analysis in a control group. The 
number of electrode contacts in each depth electrode array was 
5-10. The inter-electrode spacing was 5 mm, with 1 mm of cylin- 
drical diameter, and 2.4 mm in length in all cases. All mentions 
to IEs make reference to an entire intracranial electrode array 
or group of electrodes; each depth electrode may contain mul- 
tiple individual contacts. Contacts within an electrode are usually 
identified with continuous and arbitrary numbers beginning 
from the deep (contact number 1, corresponding to the tip) to the 
base (last contact, number 5-10) in the surface. Identification of 
individual contacts from an IE array is important to define more 
precisely the anatomical region that is being sampled. The use of 
depth electrodes, grids or strips is part of our common clinical 
diagnosis protocol for the surgical treatment of resistant epilepsy 
patients (Kochen et al., 2002). This protocol may involve the use 
of invasive explorations with IEs. This study was approved by the 
research ethics committee of the Ramos Mejia Hospital. Patients 



gave their informed consent accepting the procedures used in this 
study and the use of the information. 

The first group included four patients; 1 male, median age 
29, 5 years (29-37 years) that were processed according to our 
proposed method and accomplished the required imaging char- 
acteristics. They were studied in the last year, and ultimately 
underwent surgical treatment. 

Imaging parameters, pre-processing, registration and visual- 
ization practice were standardized and are described below in 
section 2. 

The control group was assessed using traditional visual analy- 
sis of raw post-implant CT and MRI. This group included seven 
patients; the same 4 previous patients plus other three median 
age 28 years (20-42 years) 3 males; that were ineligible to be 
processed following our proposed mode due to inappropriate 
imaging resolution; according to different off-site referral centers. 

Demographic and epilepsy characteristics, including age; gen- 
der; age at onset; seizures frequency; epilepsy evolution time; 
medical treatment response; and generalization rates, along with 
clinical presentation and implantation procedures did not signif- 
icantly differ between groups. (See Table 1). 

The traditional analysis was performed by our team of expert 
epileptologists, neuro-radiologists, bio-engineers and neurosur- 
geons with more than 5 years of experience in the field. The IE's 
were identified by the experts on each patient based on post- 
implant imaging. IEs were visually inspected on multi-planar 
reconstructions of post-implant volumetric MRI. The position 
of IEs was assessed each time by the existing qualified personnel 
based on their anatomical knowledge. IEs trajectory was identi- 
fied on MRI as signal voids related to metallic local distortions. 
Post-implant CT provided accurate image of the electrodes posi- 
tion based on its high Hounsfield units in difficult cases when MR 
images were uncertain. 

The proposed method involved a fusion process between pre- 
implant MRI and post-implant CT of each patient. Then we 
aligned the images containing the IEs with an automatic par- 
cellation of the brain to define the anatomical localization of 
each contact. To clarify the implantation process; 3D pial surface 
reconstructions were overlaid with the IEs. 

Finally, to validate our method; we trained two indepen- 
dent fellows in neurophysiology without any previous experience 
using the software for a period of about 8hs. Both operators; 
blinded to the clinical history and implantation planning were 
then instructed to determine the anatomical location of 5 individ- 
ual contacts on different IE's. These contacts were related to the 
ictal-onset zone in 4 patients of the first group (Two ictal-onset 
contacts were defined for Patient 2). 

The anatomical regions determined by inexperienced opera- 
tors using our method were compared with those of traditional 
analysis. Thus the location of contacts was previously established 
by experts using traditional visual analysis; and considered as a 
reference standard. Each anatomical region containing these con- 
tacts was assumed to include the EZ based on neurophysiologic 
and surgical results. All regions were ultimately included in the 
surgical resection. 

The validation process was performed two times on different 
sessions by each trained operator. 
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Table 1 | Demographic data. 



Proposed method (4) Control group (3) p 



Age years, median (UQ-LQ) 


29.5 (37-29) 


28 (42-20) 


0.3* 


Sex male (%) 


1 (25%) 


3 (100%) 


0.14** 


Age of onset, median (UQ-LQ) 


9 (13-5) 


4 (6-3) 


0.4* 


Right handed (%) 


4 (100%) 


3 (100%) 




Years with epilepsy, median (UQ-LQ) 


24 (27.5-20.5) 


24 (39-14) 


0.85* 


MRI lesion (%) 


2 (50%) 


2 (66%) 


0.7** 


Relevant past medical history (%) 


1 (25%) 


0 




Seizure frequency per week, median (UQ-LQ) 


5 (7-2) 


4 (9-3) 


0.8* 


Drug resistant epilepsy (%)**** 


4 (100%) 


3 (100%) 




Number of AEDs received, median (UQ-LQ) 


7.5 (9.5-6) 


7 (7-5) 


0.57* 


Generalization rate, mean (SD) 


0.27 (0.15) 


0.38 (0.53) 


0.7*** 



'Mann Whitney U. "Fisher test. "'One way ANOVA. ""Kwan and Brodie, 2010. AEDs, Anti-epileptic drugs. 



We calculated inter-observer variability based on the percent 
of agreement between operators defining the anatomical cortical 
region for each 5 contacts. Intra-observer reliability was assessed 
for each operator comparing the discrepancies between the two 
sessions. 

The accuracy of the process was calculated based on the per- 
cent of agreement between the anatomical IEs localization made 
by inexperienced operators compared to the results of experts 
using traditional analysis. 

A pipeline describing the proposed method is available in 
Figure 1 . 

A detailed step-by-step guide can be downloaded as supple- 
mentary material in the corresponding section. 

SECTION 2 
Data acquisition 

High resolution 3D, Tl-weighted spoiled gradient recovery MR 
images were acquired prior to electrode implantation. All subjects 
were scanned in a Phillips Achieva 1 .5T magnet unit, with final in- 
plane isotropic resolution of 1 mm. (TR/TE/TI = 9.2/4.2/450 ms, 
matrix 256 x 256, bandwidth 31.2 kHz, FOV 256 x 256 mm, and 
175 slices) in approximately 6-7 min. Another MRI was acquired 
within 24-72 h after implantation in order to evaluate clinical 
aspects, and location of IE. MRI of implanted patients has been 
shown to be safe, with respect to possible movement induced 
by electromagnetic fields and heating of electrodes (Davis et al., 
1999; Carmichael et al, 2008). 

For the automatic segmentation analysis we used pre-implant 
MR images to obtain adequate results and to avoid metallic 
deflection artifacts induced by the IEs. 

CT scans for each patient were always performed immediately 
after placement of electrodes in order to visualize IEs contacts 
and as part of the clinical protocol for the evaluation of possible 
complications such as hematoma, contusions or subdural effu- 
sions that may require early treatment. CT images were acquired 
with an LSVCT GE, 64 detectors unit using 32cm FOV; 512 x 512 
Matrix and 0.625 mm slice thickness with isotropic reconstruc- 
tion volume at 1 mm. 

Pre-processing 

Automatic segmentation and labeling of cerebral cortex, 
Extra-cerebral structures extraction and Pial surface 3D 



reconstruction. Images from all patients were imported 
from the scanner using a DICOM receiver and trans- 
formed to Nifti (http://nifti.nimh.nih.gov) using the 
DCM2NII module from the free software MRIcron avail- 
able at (http://www.mccauslandcenter.sc.edu/mricro/mricron/ 
install.html). 

We performed subject-specific cortical segmentation, skull 
stripping and extraction of 3D pial surfaces for further analysis 
using the Freesurfer image analysis suite, which is fully auto- 
matic and freely available for Unix and Macintosh platforms at 
(http://surfer.nmr.mgh.harvard.edu/). The entire process took 
about 20 h per patient in a quad-core processor, 2.0 Mhz Intel i5 
PC, with 4 Gb of RAM memory. 

Since we used pre-implant MRI; the process could at this 
instance be performed in advance of the surgical implantation to 
shorten valuable processing time. 

The obtained parcellation of the cerebral cortex is based on 
gyral and sulcal structures (Fischl et al, 2004; Desikan et al., 

2006) . To achieve this automatic parcellation of the gray mat- 
ter, the pial surfaces are inflated to obtain a sphere (Fischl et al., 
1999a) and registered to a spherical atlas. This atlas uses indi- 
vidual cortical folding patterns to match cortical geometry across 
subjects (Fischl et al., 1999b). 

Freesurfer 's automatic surface extraction and parcellation pro- 
cedures have been demonstrated to show good test-retest reliabil- 
ity across scanner manufacturers and across field strengths (Han 
et al., 2006; Reuter et al., 2012). Moreover this tool has been val- 
idated by measuring mean distance error maps for cortical labels 
on the brain surface and revealed that the mismatch is mini- 
mal (Desikan et al., 2006; Klein and Tourville, 2012). The errors 
were distributed almost entirely along the boundaries between 
the structures and on the magnitude of 1 mm when comparing 
manually segmentation made by experienced anatomist against 
automated labeling schemes. 

Registration of MRI with post implanted CT. For each patient, 
we registered the high-resolution preoperative Tl MR image and 
post-implanted CT. We performed this only by using prede- 
fined options included in the BRAINSFit module (Johnson et al., 

2007) within the 3D Slicer open source medical image analy- 
sis platform (http://www.slicer.org). In order to register images 
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FIGURE 1 | Proposed workflow pipeline describing Freesurfer's ouput (left column) and the registration/visualization steps performed in 3DSIicer 
(right column). 



across modalities, we used a negated mutual information metric 
(MI) to quantify the similarity between the images and drive 
the registration algorithm (Viola and Wells, 1997). This choice 
is supported by several studies showing that MI performs well in 
the coregistration of MR and CT images (Studholme et al, 1996; 
Maes et al., 1997). We registered both images efficiently by using 
a hierarchical approach. The first step consisting on a rigid regis- 
tration having 6° of freedom (DOF): 3 for 3D translation and 3 
for 3D rotation. The second one on an Affine registration with 12 
DOF: the 6 specified before plus 3 for 3D anisotropic scaling and 
3 for 3D shear. No initial manual registration was used to perform 
this registration in BrainsFit module as we configured its first step 
to automatically compute the center of the head in both cases and 
calculate their alignment. 

The brain shift produced by the implantation of depth 
electrodes is usually minimal once complications are properly 
excluded and considerable smaller than in other type of IE arrays 
that depends on extensive craniotomies. For that reason, as doc- 
umented by others (Desai et al., 2010; Kubota et al., 2013; van 
Rooijen et al., 2013) we considered that post-implantation CT is 
sufficient for accurate electrode localization. We did not consider 
advantageous to apply a free-form of registration. 

As a result of our registration process, we generated a new CT 
overlaid on top of the brain Tl MR image obtained from the 
preprocessing stage. 



This semi-automatic procedure involves only the standardized 
basic selection of registration types; requiring minimal inputs 
from the user. This procedure assured that the CT images were 
aligned with all of the cerebral parcellations and 3D brain recon- 
structions provided by Freesurfer. 

To avoid unexpected errors in the registration procedure, 
results were visually examined. 

Identification oflEs using 3DSIicer software 

The whole pre-processing stage was accomplished 
semi-automatically using predefined auto-analysis pipelines. 

We determined the final exact position of each IE and individ- 
ual contacts in all patients with respect to the underlying labeled 
cortex using a visualization procedure in the 3D Sheer platform. 

To locate the anatomical structures adjacent to each electrode 
we visually inspected 2D multi-planar reconstructions of the co- 
registered CT and MR images. We used 3D surface renderings of 
the pial surfaces and the IEs, for a global overview of the final 
implantation process and also to assist in the localization of 2D 
multiplanar navigation. 

Both approaches are described in the following sections. 

Multiplanar 2D Visualization. Brain MR image of each patient 
along with its corresponding cortical labels and CT scan con- 
taining the IEs were jointly explored. This procedure, also used 
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by other epilepsy centers (Desai et al, 2010; Gonzalez-Martinez 
et al., 2012; Kubota et al., 2013) allows one to identify the loca- 
tion of individual contacts on different anatomical cuts and its 
position according to the surrounding cortex. 

The process involved setting an accurate density threshold and 
window level for the CT volumes containing the IEs along with 
appropriate adjustment of display and transparency options for 
the cortical parcellations. At that point each contact was manually 
selected in order to obtain additional information as anatomical 
cortical location and spatial coordinates that were displayed in the 
visualization panel. 

Additionally; using the display function in SPM8 (freely avail- 
able at http://www.fil. ion. ucl.ac.uk/spm/), we were able to man- 
ually select contacts that evidenced ictal onset activity providing 
individual MNI spatial coordinates; important to conduct group 
analysis (See Table 2). It was achieved registering and normalizing 
the previously aligned post-implant CT volume and Tl struc- 
tural images to a standardized MNI template as described before 
(Ashburner and Friston, 2003) through the utility "Normalize 
(Estimate and Write)" in SPM8. (See more details in the supple- 
mentary material section and also at http://www.fil.ion.ucl.ac.uk/ 
spm/doc/manual.pdf). Please note that the SPM software is a suite 
of MATLAB functions and subroutines from The Math Works, Inc 
that requires commercial licensing. 

Brain 3D surface reconstructions. For a global overview of 
the final implantation process, automatic 3D Pial reconstructions 
obtained from the freesurfer output were then overlaid with the 
IEs on the surface. We automatically implemented the Marching 
Cubes algorithm (Cline et al, 1987) to generate 3D representa- 
tions of the electrodes by using the volume rendering technique 



(Drebin et al, 1988) which enables real-time 3D visualization 
and quantitative analysis of volumetric data. We accomplished 
the aforementioned steps by combining the use of "Model" and 
"Volume Render" modules for the Pial surface and IEs represen- 
tations, respectively with adequate transparency and 3D display 
settings to the 3D visualization panel. 

Thus the cortical surface renders clarified the deep trajectory 
of IEs and its relation with cortical structures. This procedure 
is also essential to assist operators during the 2D multi-planar 
navigation when the implantation planning is uncertain. 

RESULTS 

A neuro-radiologist processed the four patients of the first group 
according to this workflow. Two patients had normal MRI, one 
with left temporal cortical dysplasia and one showed bilateral hip- 
pocampal sclerosis. Twenty five depth electrodes were implanted 
and detected, ranging from 4 to 9, averaging 6 electrodes per 
patient (Table 2). 

The average time needed from implantation to the identifi- 
cation of the anatomical region involved with each IE's contact 
in this group was 10 h (6-24 h); for each patient. The contacts 
included in the EZ, are shown in (Figure 2) for all patients in this 
group. 

Histopathology findings reported focal cortical dysplasia type 
lib in two patients and hippocampal sclerosis in the other two. 

The traditional visual analysis of IEs position performed 
on the control group was effective to localize every contact, 
but with an overall time range from 36 h to 3 days, restrained 
by the specialized personnel and the image quality available. 
The EZ was defined using this method in all cases for clinical 
decisions. 



Table 2 | Clinical information, neuroimaging, and exploration results for the four patients included in the proposed method. 



Patient 1 



Patient 2 



Patient 3 



Patient 4 



Neuroimaging findings 



vEEG and ictal semiology 

localization 

No. of electrodes 

Implantation planning 



Electrodes post-implant 
position 



MNI coordinates for ictal 
onset IEs 
Defined EZ 

Postoperative engel 
evolution 



Normal MRI 



Left posterior temporal-parietal or 

occipital 

9 

2 L Supra and infra calcarine 

1 L Heschl's Grs 

2 L posterior temporal and parietal 
2 L temporal and parietal language 
2 L hippo anterior and posterior 

2 L Supra and infra calcarine 

1 L heschl's Grs 

2 L posterior temporal and parietal 
2 L temporal and parietal language 
2 L anterior hippo 

(-7 -82, 8) 

Left peri-calcarine Ctx. 
la 



Bilateral HS 



Temporal bilateral 



2 R hippo 

3 L hippo 

1 L heschl's Grs 



2 R hippo 

1 L hippo 

2 L para hipp Ctx 
1 L heschl's Grs 

(-36, -28, -11) 
(-33, -27, -18) 
L hippocampus 
L parahipp. Ctx 
la 



Normal MRI 
PET: left mesial 
hypometabolism 
Left temporal 
Left cingulum 
6 

1 L hippo 

1 amygdala 

2 frontal mesial 
2 frontal pole 

1 L hippo 

1 amygdala 

2 frontal mesial 
2 frontal pole 

(-25, -16, -21) 

Left hippocampus 

lb 



MRI: left temporal focal 
cortical dysplasia 

Left lateral temporal 
Left mesial temporal 
4 

1 L hippo 
3 L superior 
temporal-cortex 



1 L anterior hippocampus 
1 L anterior sup-temporal 
1 L Medialsup-temporal 
1 L posterior sup-temporal 

(-42, -8, -13) 

Left superior-temporal 

cortex 

la 
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PATIENT 2 




PATIENT 3 




FIGURE 2 | Selected electrodes are displayed on 2D views for the four 
patients processed according to the proposed method, the cross bar 
highlight individual contacts that recorded ictal onset EEG discharge. 

Cortical parcellations are overlaid and color coded according to Freesurfers 



PATIENT 4 




lookup table. 3D surface renders from lateral and inferior views shows the 
electrodes trajectory and involved cortical structures. (Brown, Peri-calcarine 
cortex; Yellow, Hippocampus; Green, Para-hippocampal cortex; and Light 
Blue, Uncus and Superior temporal cortex). 



The follow-up (only 1 year) and good postoperative outcome 
(Engel 1 ) suggests that the definition of the EZ, eloquent areas and 
corresponding locations of IEs were correct in all patients from 
the first group. For the validation purpose trained operators cor- 
rectly defined the anatomical localization of 5 ictal-onset contacts 
(See Materials and Methods) with an overall accuracy of 95%. 



Thus the anatomical localization of electrodes was correctly iden- 
tified by two inexperienced operators in 19 of 20 tests, compared 
against the results of experts based on traditional visual analy- 
sis as a reference standard. Inter-raters agreement was excellent, 
between operator reliability was assessed using Kappa statistics 
{k = 0.875). 
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We also calculated the percent of agreement between sessions 
for each operator (5 tests per session) to estimate within oper- 
ator reliability in the anatomical localization of ictal-onset con- 
tacts. The first operator concordantly identified the anatomical 
localization of each 5 contacts in both sessions. Concordance 
between sessions was achieved in the localization of 4 contacts 
for the second trained operator. Intra-observer overall agreement 
was 90%. 

There have been no reports of adverse outcomes in epilepsy 
patients implanted at our center during MRI scanning following 
safety recommendations. 

DISCUSSION 

Several localization methods that involve qualitative estimates of 
electrodes locations based on visual assessment of RX, or CT, 
in addition to notes, sketches, and photographs acquired intra- 
operatively during the implantation have been proposed (Hill 
et al, 2000; Noordmans et al, 2001; Wellmer et al., 2002; Dalai 
et al., 2008). These estimates may have some limitations related 
to different issues including brain shift, lack of 3D representation 
or insufficient brain tissue contrast to precisely define anatomical 
regions. 

More recent publications under very well controlled con- 
ditions describes effective approaches to identify IEs that may 
include considerable computational work, the use of specialized 
human resources or dedicated developments (Hermes et al., 2010; 
Dykstra et al, 201 1; Yang et al, 2012; Pieters et al, 2013). 

Appropriate techniques intended to localize IEs should guar- 
antee high accuracy and precision but also the ability to be readily 
incorporated in clinical settings. Here we propose a method to 
localize IEs based on free software that has the potential to 
overcome the necessity of specialized personnel. 

Inexperienced operators demonstrated good agreement and 
high accuracy defining the anatomical localization of the EZ in 
a limited sample of patients compared with experts. 

It is important to underline that the automatic cortical seg- 
mentation provided by Freesurfer relies in the absence of struc- 
tural anomalies evident on brain MRI. This process can only be 
applied using high resolution Tl MRI and this must be considered 
as a limitation for the proposed method. 

Future developments will address the potential of our method 
to localize other type of electrode arrays as the use of subdu- 
ral grids or strips, where a different approach is mandatory, 
constrained by brain shift associated with open neurosurgery 
(Schulze-Bonhage et al, 2002; Hunter et al, 2005; Kovalev et al., 
2005). 

One of the most important issues hindering rapid localization 
of IEs in our patients was time delay to post- implant neuroimag- 
ing but also the availability of qualified human resource. 

Rapid access to specialized personnel is a common difficulty 
during chronic intracranial EEC recordings. Our method takes 
advantage of automatic anatomical segmentations and 3D visu- 
alization possibilities of well-established tools. This approach 
may assist epileptologists in the adequate and rapid localiza- 
tion of IEs if our findings are replicated in a larger number of 
patients. Further analysis will also provide the opportunity to 
obtain accurate quantitative estimates of the results. 



ACKNOWLEDGMENTS 

We would like to greatly acknowledge "Fundacion Favaloro"; 
Medical Imaging Department for their collaborative efforts dur- 
ing the acquisition of neuroimaging data. 

SUPPLEMENTARY MATERIAL 

The Supplementary Material for this article can be found 
online at: http://www.frontiersin.org/journal/10.3389/ 
fnins.2013.00260/abstract 

REFERENCES 

Ashburner, J., and Friston, K. R (2003). "Spatial normalization using basis func- 
tions," in Human Brain Function, 2nd Edn., eds R. S. J. Frackowiak, K. J. Friston, 
C. Frith, R. Dolan, K. J. Friston, C. J. Price et al. (London: Academic Press), 
655-672. 

Carmichael, D. W., Thornton, J. S., Rodionov, R., Thornton, R., McEvoy, A., Allen, 
P. J., et al. (2008). Safety of localizing epilepsy monitoring intracranial electroen- 
cephalograph electrodes using MRI: radiofrequency-induced heating. /. Magn. 
Reson. Imaging!^ 1233-1244. doi: 10.1002/jmri.21583 

Cline, H. E., Dumoulin, C. L., Hart, H. R. Jr., Lorensen, W. E., and Ludke, S. 
(1987). 3D reconstruction of the brain from magnetic resonance images using 
a connectivity algorithm. Magn. Reson. Imaging 5, 345-352. doi: 10.1016/0730- 
725X(87)90124-X 

Dalai, S. S., Edwards, E., Kirsch, H. E., Barbara, N. M., Knight, R. T, and 
Nagarajan, S. S. (2008). Localization ofneurosurgically implanted electrodes via 
photograph-MRI-radiograph coregistration. /. Neurosci. Methods 174, 106-115. 
doi: 10.1016/j.jneumeth.2008.06.028 

Davis, L. M., Spencer, D. D., Spencer, S. S., and Bronen, R. A. (1999). MR imaging 
of implanted depth and subdural electrodes: is it safe? Epilepsy Res. 35, 95-98. 
doi: 10.1016/S0920-121 1(99)00007-8 

Desai, A., Jobst, B. C, Thadani, V. M., Bujarski, K. A., Gilbert, K., Darcey, T. 
M., et al. (2010). Stereotactic depth electrode investigation of the insula in the 
evaluation of medically intractable epilepsy. /. Neurosurg.WA, 1176-1186 doi: 
10.3171/2010.9.JNS091803 

Desikan, R. S., Segonne, E, Fischl, B., Quinn, B. T, Dickerson, B. C, Blacker, D., 
et al.{2006). An automated labeling system for subdividing the human cere- 
bral cortex on MRI scans into gyral based regions of interest. Neuroimage 31, 
968-980. doi: 10.1016/j.neuroimage.2006.01.021 

Drebin, R. A., Carpenter, L., and Hanrahan, P. (1988). Volume rendering. ACM 
SIGGRAPH Comput. Graph. 22, 65. doi: 10.1145/378456.378484 

Dykstra, A. R., Chan, A. M., Quinn, B. T, Zepeda, R., Keller, C. J., Cormier, ]., 
et al. (2011). Individualized localization and cortical surfacebased registration of 
intracranial electrodes. Neuroimage 59, 3563-3570. doi: 10. 1016/j. neuroimage. 
2011.11.046 

Fischl, B., Salat, D. PL, van der Kouwe, A. J., Makris, N., Segonne, E, Quinn, B. 
T, et al. (2004). Sequence-independent segmentation of magnetic resonance 
images. Neuroimage 23(Suppl. 1), S69-S84. doi: 10. 1016/j. neuroimage. 2004. 
07.016 

Fischl, B., Sereno, M. I., and Dale, A. M. (1999a). Cortical surface-based analysis. 
II: Inflation, flattening, and a surface-based coordinate system. Neuroimage 9, 
195-207. doi: 10.1006/nimg.l998.0396 

Fischl, B., Sereno, M. L, Tootell, R. B., and Dale, A. M. (1999b). High -resolution 
intersubject averaging and a coordinate system for the cortical surface. Hum. 
Brain Mapp. 8, 272-284. doi: 10.1002/(SICI)1097-0193(1999)8:4<272::AID- 
HBM10>3.0.CO;2-4 

Gonzalez-Martinez, J., Bulacio, J., Alexopoulos, A., Jehi, L., Bingaman, W., and 
Najm, I. (2012). Stereoelectroencephalography in the "difficult to local- 
ize" refractory focal epilepsy: early experience from a North American 
epilepsy center. Epilepsia 54, 323-330. doi: 10.1 1 1 1528-1 167.2012. 
03672.x 

Han, X., Jovicich, J., Salat, D., van der Kouwe, A., Quinn, B., Czanner, S., et al. 
(2006). Reliability of MRI-derived measurements of human cerebral corti- 
cal thickness: the effects of field strength, scanner upgrade and manufacturer. 
Neuroimage 32, 180-194. doi: 10.1016/j.neuroimage.2006.02.051 

Hermes, D., Miller, K. J., Noordmans, H. J., Vansteensel, M. J., and Ramsey, 
N. F. (2010). Automated electrocorticographic electrode localization on 



www.frontiersin.org 



December 2013 | Volume 7 | Article 260 | 7 



Princich et al. 



Electrodes Localization in epilepsy surgery 



individually rendered brain surfaces. /. Neurosci. Methods 185, 293-298. doi: 
10.1016/j.jneumeth.2009.10.005 

Hill, D. L., Smith, A. D., Simmons, A., Maurer, C. R. Jr., Cox, T. C, Elwes, R., et al. 
(2000). Sources of error in comparing functional magnetic resonance imag- 
ing and invasive electrophysiological recordings. /. Neurosurg. 93, 214-223. doi: 
10.3171/jns.2000.93.2.0214 

Hunter, J. D., Hanan, D. M., Singer, B. P., Shaikh, S., Brubaker, K. A, 
Hecox, K. E., et al. (2005). Locating chronically implanted subdural elec- 
trodes using surface reconstruction. Clin. Neurophysiol. 116, 1984-1987. doi: 
10.1016/j.clinph.2005.03.027 

Johnson, H. J., Harris, G., and Williams, K. (2007). BRAINSFit: Mutual informa- 
tion registrations of whole-brain 3D images, using the insight Toolkit. Insight ]. 
Available online at: http://hdl.handle.net/1926/1291 

Klein, A., and Tourville, J. (2012). 101 labeled brain images and a consistent human 
cortical labeling protocol. Front. Neurosci. 6:171. doi: 10. 3389/fnins.2012. 00171 

Kochen, S., Giagante, B., Consalvo, D., Oddo, S., Silva, W., and Solis, R 
(2002). Analisis retrospectivo (1984-2000): experiencia en pacientes 
candidates a cirugia de la epilepsia. Revista Neurol. Argent. 27, 
41-44. 

Kovalev, D., Spreer, J., Honegger, J., Zentner, J., Schulze-Bonhage, A., and Huppertz, 
H. J. (2005). Rapid and fully automated visualization of subdural electrodes in 
the presurgical evaluation of epilepsy patients. AJNR Am. J. Neuroradiol. 26, 
1078-1083. 

Kubota, Y., Enatsu, R., Gonzalez-Martinez, J., Bulacio, J., Mosher, J., Burgess,R. C, 
et al. (2013). In vivo human hippocampal cingulate connectivity: a corticocor- 
tical evoked potentials (CCEPs) study. Clin Neurophysiol. 124, 1547-1556. doi: 
10.1016/j.clinph.2013.01.024 

Kwan, P., and Brodie, M. J. (2010). Definition of refractory epilepsy: defining the 
indefinable? Lancet Neurol. 9, 27-29. doi: 10.1016/S1474-4422(09)70304-7 

Maes, R, Collignon, A., Vandermeulen, D., Marchal, G, and Suetens, R (1997). 
Multimodality image registration by maximization of mutual information. IEEE 
Trans. Med. Imaging 16, 187-198. doi: 10.1109/42.563664 

McGonigal, A., Bartolomei, F., Regis, J., Guye, M., Gavaret, M., Trebuchon- 
Da Fonseca, A., et al. (2007). Stereoelectroencephalography in presurgi- 
cal assessment of MRI-negative epilepsy. Brain 130(Pt 12), 3169-3183. doi: 
10.1093/brain/awm218 

Noordmans, H. J., van Rijen, R C, van Veelen, C. W., Viergever, M. A., and 
Hoekema, R. (2001). Localization of implanted EEG electrodes in a virtual- 
reality environment. Comput. Aided Surg. 6, 241-258. doi: 10.3109/1092908010 
9146090 

Pieters, T. A., Conner, C. R., and Tandon, N. (2013). Recursive grid parti- 
tioning on a cortical surface model: an optimized technique for the local- 
ization of implanted subdural electrodes./. Neurosurg. 118, 1086-1097. doi: 
10.3171/2013.2.JNS121450 

Reuter, M., Schmansky, N. J., Rosas, H. D., and Fischl, B. (2012). Within-subject 
template estimation for unbiased longitudinal image analysis. Neuroimage 61, 
1402-1418. doi: 10.1016/j.neuroimage.2012.02.084 



Rosenow, E, and Ltiders, H. (2001). Presurgical evaluation of epilepsy. Brain 124(Pt 
9), 1683-1700. doi: 10.1093/brain/124.9.1683 

Schulze-Bonhage, A. H, Huppertz, H. J., Comeau, R. M., Honegger, J. B., Spreer, 
J. M., and Zentner, J. K. (2002). Visualization of subdural strip and grid elec- 
trodes using curvilinear reformatting of 3D MR imaging data sets. AJNR Am. }. 
Neuroradiol. 23, 400^03. 

Studholme, C, Hill, D. L., and Hawkes, D. J. (1996). Automated 3-D registra- 
tion of MR and CT images of the head. Med. Image Anal. 1, 163-175. doi: 
10.1016/S1361-8415(96)80011-9 

Talairach, J., Tournoux, P., Musolino, A., and Missir, O. (1992). Stereotaxic explo- 
ration in frontal epilepsy. Adv. Neurol. 57, 651-688 

van Rooijen, B. D., Backes, W. H., Schijns, O. E., Colon, A., and Hofman, 
P. A. (2013). Brain imaging in chronic epilepsy patients after depth elec- 
trode (SEEG) implantation: MRI or CT? Neurosurgery 73, 543-549. doi: 
10.1227/01.neu.0000431478.79536.68 

Viola, P., and Wells, W. M. III. (1997). Alignment by maximization of mutual 
information. IJCV 24, 137-154. doi: 10.1023/A:1007958904918 

Wellmer, J., von Oertzen, J., Schaller, C, Urbach, H, Konig, R., Widman, G, 
et al. (2002). Digital photography and 3D MRI-based multimodal imaging for 
individualized planning of resective neocortical epilepsy surgery. Epilepsia 43, 
1543-1550. doi: 10.1046/j.l528-1157.2002.30002.x 

Yang, A. I., Wang, X., Doyle, W. K., Halgren, E., Carlson, C, Belcher, T. L., et al. 
(2012). Localization of dense intracranial electrode arrays using magnetic 
resonance imaging. Neuroimage 63, 157-165. doi: 10. 1016/j. neuroimage. 2012. 
06.039 

Conflict of Interest Statement: The authors declare that the research was con- 
ducted in the absence of any commercial or financial relationships that could be 
construed as a potential conflict of interest. 

Received: 12 May 2013; accepted: 11 December 2013; published online: 31 December 
2013. 

Citation: Princich JP, Wassermann D, Latini E, Oddo S, Blenkmann AO, Seifer G and 
Kochen S (2013) Rapid and efficient localization of depth electrodes and cortical label- 
ing using free and open source medical software in epilepsy surgery candidates. Front. 
Neurosci. 7:260. doi: 10.3389/fnins.2013.00260 

This article was submitted to Brain Imaging Methods, a section of the journal Frontiers 
in Neuroscience. 

Copyright © 2013 Princich, Wassermann, Latini, Oddo, Blenkmann, Seifer and 
Kochen. This is an open-access article distributed under the terms of the Creative 
Commons Attribution License (CC BY). The use, distribution or reproduction in other 
forums is permitted, provided the original author(s) or licensor are credited and that 
the original publication in this journal is cited, in accordance with accepted academic 
practice. No use, distribution or reproduction is permitted which does not comply with 
these terms. 



Frontiers in Neuroscience | Brain Imaging Methods 



December 2013 | Volume 7 | Article 260 | 8 



